An RF concentrating method using inductive aperture-type applicators.
A method for concentrating em energy of a low frequency in hyperthermia is proposed. The phantom together with boli are placed between a pair of inductive aperture-type applicators. The calculated results show that the method can heat the deep portion of the phantom without overheating the fat layers excessively.